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Abstract
Objective To evaluate a transverse electromagnetic (TEM), a
circularly polarized (CP) (birdcage), and a 12-channel phased
array head coil at the clinical field strength of B0 = 3 T in
terms of signal-to-noise ratio (SNR), signal homogeneity,
and maps of the effective flip angle α.
Materials and methods SNR measurements were performed
on low flip angle gradient echo images. In addition, flip angle
maps were generated for αnominal = 30◦ using the dou-
ble angle method. These evaluation steps were performed
on phantom and human brain data acquired with each coil.
Moreover, the signal intensity variation was computed for
phantom data using five different regions of interest.
Results In terms of SNR, the TEM coil performs slightly bet-
ter than the CP coil, but is second to the smaller 12-channel
coil for human data. As expected, both the TEM and the
CP coils show superior image intensity homogeneity than
the 12-channel coil, and achieve larger mean effective flip
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angles than the combination of body and 12-channel coil
with reduced radio frequency power deposition.
Conclusion At 3 T the benefits of TEM coil design over
conventional lumped element(s) coil design start to emerge,
though the phased array coil retains an advantage with respect
to SNR performance.
Keywords RF-coil · TEM coil · High field MRI · SNR ·
B1 field
Introduction
Three Tesla (T) magnetic resonance imaging (MRI) scan-
ners have been installed as valuable clinical and research
tools. Advantages of performing nuclear magnetic resonance
(NMR) experiments at high main magnetic field strengths
B0(≥ 3 T) include enhanced sensitivity for all NMR tech-
niques in general and a larger chemical shift dispersion for
magnetic resonance spectroscopy (MRS) in particular. On
the other hand, wave phenomena due to shortened radio fre-
quency (RF)-wavelengths, e.g., geometric interference phe-
nomena, lead to inhomogeneous B1 field distributions and
thus distorted image intensities [1]. In addition, conventional
lumped element(s) coil designs suffer from non-uniform cur-
rent distributions, decreased conductor skin depths, self-
resonance below the desired frequency of operation, and
increased electromagnetic radiation losses [2]. To exploit the
inherent advantages and to overcome the challenges of the
use of high field scanners for MRI/MRS, dedicated RF-coils,
such as transverse electromagnetic (TEM) [2] and microstrip
transmission line volume coils [3] have been developed. In
principle, the TEM coil is a transmission line tuned coax-
ial cavity resonant in a TEM mode. As such it develops
the necessary RF-field using “distributed” (transmission line)
elements rather than lumped or discrete components [2,4].
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As a result, the TEM coil has the potential of being more
efficient at higher frequencies. Both types of coils, TEM and
microstrip transmission line, have been successfully utilized
at B0 ≥ 4 T [5–7]. Other commonly used RF probes include
the birdcage coil [8] and the phased array coil [9]. The bird-
cage resonator is based on the concept that, if wavelength
effects can be neglected, a perfectly homogneous B1 field
can be generated within an infinitely long cylinder, on which
surface currents parallel to the axis of the cylinder and pro-
portional to the sine of the azimuthal angle are imprinted.
This type of RF probe has long been the clinical workhorse
at 1.5 T [8], but has been used on 3 T systems as well [10].
Phased array coils were originally developed to exploit the
high signal-to-noise ratio (SNR) of surface coils for volu-
metric imaging [9]. More recently, the array design found
renewed interest, because of parallel imaging techniques that
allow acceleration of image acquisition [11].
While comparisons of the TEM coil with other coil types
have been carried out using simulations [12–14], benchmark
tests [15], and research dedicated high field scanners [4,16],
the authors are not aware of any published experimental coil
comparison studies at the clinically relevant field strength of
B0 = 3 T. Moreover, in large MRI centers multiple com-
mercial RF-coils designed for human brain imaging might
be available. Therefore, the aim of this study was to com-
pare a TEM, a circularly polarized (CP) (birdcage), and a
12-channel phased array head coil on a clinical 3 T MRI sys-
tem and to provide experimental data that aid in coil selection.
In this study, coil sensitivity and signal homogeneity were
assessed by measuring the SNR and the signal intensity vari-
ation (SIV), respectively. In addition, maps of the effective
flip angle α, which provide a measure for the homogeneity
of the RF-excitation field B+1 [17], were generated.
Materials and methods
All scans were performed on a 3 T Trio TIM system (Siemens
Medical Solutions, Erlangen, Germany). The following com-
mercially available head coils were included in this study:
a TEM coil (transmit (Tx)/receive (Rx), MR Instruments
Inc., MN, USA) with dimensions (length(L) × width(W ) ×
height(H)) = 38 × 35 × 35 cm3, inside diameter (ID)=
26.5 cm, inside depth (IDepth, i.e., from the back closed wall to
the front open wall)=22 cm, and 16 resonant elements; a CP
(birdcage) coil (Tx/Rx) with L×W ×H = 43×37×37 cm3,
ID = 26.5 cm, IDepth = 33 cm, and 16 rungs; and a 12-
channel phased array (Rx only) with L × W × H = 30 ×
30×33 cm3, ID = 25 cm, IDepth = 27 cm, and one ring of 12
elements, where elements are 8 cm wide and 6.5 cm spaced
apart (the latter two coils by Siemens Medical Solutions,
Erlangen, Germany). All three coils were tuned for human
head imaging.
Signal-to-noise ratio (SNR) and signal intensity variation
(SIV) measurements
The methodology for the SNR and SIV measurements was
based on the experiments described in [7] and is briefly
reviewed in the following sections.
Phantom studies
A 15 cm diameter cylindrical bottle with overall length of
24 cm filled with vegetable oil was used as a phantom. The
oil was chosen for its low relative permittivity (εr ∼3–4).
Initially, sagittal gradient recalled echo (GRE) images across
the center of the oil phantom, which was positioned as close to
isocenter as possible, were acquired with the following scan
parameters: TR/TE = 2000/3.8, matrix size = 256 × 256,
square FOV = 240 mm, slice thickness = 5 mm, α = 10◦,
BW = 260 Hz/pixel, and NA = 1. From these images a 1D
intensity profile through the center of the phantom was used
to define the slice position, which showed the strongest MR
signal intensity along the z-axis (see Fig. 1). At this position
a transversal slice was acquired using a GRE sequence with
the same scan parameters, except for a modified TR (TR =
5000 ms) to minimize saturation effects.
The SNR was measured in five different regions-
of-interest (ROIs) in the transversal slices (as shown in Fig. 2).
Signal was measured as average magnitude image intensity in
each ROI (SIROI). Noise was estimated as standard deviation
(SD) of image intensity in a ROI located outside the phan-
tom, σNoise. The SNR was then computed as SIROI/σNoise.
To assess image homogeneity, SIV across the slice was cal-
culated as SIV = (|SIC − ASIp|/ASIa) × 100%, where SIC
is the image intensity in the center ROI, and ASIp and ASIa
are the average image intensities of the four peripheral and
of all five ROIs, respectively.
Human brain studies
The SNR was measured on transversal GRE images of five
human volunteers acquired with the same scan parameters as
used for the phantom, except for TR = 2000 ms and matrix
size = 128 × 128 to reduce scan time. For the human head
scans, coil positioning was adapted so that for each subject
the same anatomy was imaged at the most sensitive location
along the z-axis of each coil as determined previously. Mea-
surements from all subjects were averaged for each ROI. In
addition, SNR maps were generated by dividing each spa-
tially smoothed (applying a 5 × 5 median filter kernel) GRE
image by the previously estimated noise value [16]. The SNR
maps were evaluated as color scale images, and SNR profiles
through the center of the brain along the posterior–anterior
direction were extracted from the SNR maps.
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Fig. 1 Sagittal GRE images of the oil phantom (lower row) and their
corresponding 1D intensity profiles (upper row) for the a TEM coil, b
CP coil, and c 12-channel phased array coil. For each coil a 1D profile
through the center of the phantom was used to define the slice posi-
tion, which showed the strongest MR signal intensity (most sensitive
region) along the z-axis. Arrows indicate the respective locations of the
transversal slices used for SNR measurements and shown in Fig. 2
Fig. 2 Transversal GRE images of the oil phantom acquired with a
TEM coil, b CP coil, and c 12-channel phased array coil. SNR values
are shown in black in each ROI. The standard deviation (SD) of the
noise, σNoise, is given in white in the noise ROI. The same window lev-
eling setting was applied to all three images. Note the increased image
intensity variations in c compared to the images in a and b
All acquisitions were repeated for each coil and magnitude
images were reconstructed. No image intensity correction
was applied for any of the coils. Experimental parameters,
including positioning, were kept the same throughout the
entire evaluation.
Flip angle (B+1 ) mapping
To assess the homogeneity of the RF-excitation field B+1 of
each coil, maps of the flip angle α were generated using the
double angle method [18,19]. In this technique, two GRE
or spin echo (SE) images are acquired using identical scan
parameters, but different flip angles α1 and α2. For GRE
images and when using sufficiently long repetition times
(TR ≥ 5 T1), and choosing α2 = 2α1, the flip angle α can
be computed as [18,19]:






where I1(i, j) and I2(i, j) are the image intensities at pixel
locations (i, j) of image 1 and 2, respectively.
Phantom studies
Transversal GRE images were acquired using the following
scan parameters: TR/TE=5000/3.8, matrix size=256×208,
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FOV = 240 × 196 mm2, slice thickness = 5 mm, BW =
260 Hz/pixel, and NA = 1. Flip anglesα1 = 30◦ andα2 = 60◦
were chosen yielding flip angle maps for a nominal α = 30◦.
Prior to flip angle computation, images were thresholded to
exclude pixels outside of the object (phantom) and smoothed
using a median filter with a kernel of 5 by 5 to reduce noise
contributions. Flip angle maps were then calculated by apply-
ing Eq. [1] to all pixels in the image.
Human brain studies
To shorten the scan time, the matrix size was reduced to
128×104 for the human brain measurements. All other scan
parameters were identical to those used for the phantom. To
obtain similar coil loading conditions, in each coil the head
was positioned the same way as during regular brain exam-
inations. Prior to thresholding and filtering, the two human
brain datasets of each subject were coregistered using FLIRT
(FSL, [20]) to minimize potential subject motion effects. Any
remaining pixels with I2 > 2 · I1 were set to zero, as these
yield complex values in the flip angle maps. Such pixels were
only found in the vicinity of the scull attributed to low SNR.
The remaining processing steps were the same as for the
phantom. Flip angle mapping was performed for five sub-
jects, and resulting values for α were averaged.
Results
Signal-to-noise ratio (SNR) and signal intensity variation
(SIV) measurements
Phantom studies
As seen from the sagittal GRE images of the oil phantom and
their corresponding 1D intensity profiles shown in Fig. 1,
the TEM and the 12-channel coil had their most sensitive
region along the z-axis towards their superior end, whereas
the coil center was most sensitive for the CP coil (see Fig. 1b).
This was attributed to the fact that the former two coils are
closed with an end plate, while the CP coil is open at both
ends. Note that for the chosen scan parameters and sequence,
image intensity is proportional to |B1|2 for the TEM and CP
coils (|B1| profiles are indicated by yellow dashed lines in
Fig. 1a, b), since these coils are used for both transmission
and reception. This proportionality is only valid, when small
flip angles are used (as was the case in this study) and when
the RF-wavelength λ can be considered to be approximately
constant over the sample, which at 3 T for the oil phantom still
holds (λ ∼ 1.2–1.35 m). Otherwise, signal intensity depends
on the (complex) excitation field B+1 and reception field B−1
[17]. In contrast, since the 12-channel array coil was only
used for signal reception, this proportionality does not hold.
In images acquired with the latter, a substantial intensity gra-
dient along the transverse direction was observed, which was
absent (TEM coil) or only minor (CP coil) in results obtained
with the other two coils. This observation was qualitatively
and quantitatively confirmed by the phantom data shown in
Fig. 2. From top to bottom in the transversal slices, SNR
increased strongly for the 12-channel, slightly for the CP,
and remained almost constant for the TEM coil. For the lat-
ter, SNR was only slightly elevated in the center (see Fig. 2a).
The increased image intensity variation across the transver-
sal slice for the 12-channel coil was reflected by the larger
SIV = 33%. SIV was fourfold reduced (between 2 and 8%)
for the CP and TEM coil images corroborating the visual
observation of increased image intensity homogeneity. Noise
(σNoise) was lowest in phantom data acquired with the TEM
coil and highest in data obtained with the CP coil. In all
peripheral ROIs, the lowest SNR was measured using the CP
coil. The highest SNR for the three lower peripheral ROIs was
obtained with the 12-channel array, and for the upper periph-
eral and central ROIs with the TEM coil. Mean SNR values
(averaged over all five ROIs) for the phantom images in Fig. 2
are given in Table 1. Differences in mean SNR between coils
were 19.5% (TEM−CP), 20% (12 channel−CP), and 0.4%
(12 channel−TEM). However, differences in SNR measured
in individual ROIs ranged from 0.5 up to 52%.
Human brain studies
Transversal GRE human brain images from a single rep-
resentative volunteer acquired with all RF-probes are pre-
sented in Fig. 3 together with the corresponding SNR maps.
As can be seen from Fig. 3a–c, excellent image quality was
achieved with all three coils. Image intensity variations for
the 12-channel array coil were visually somewhat less pro-
nounced in Fig. 3c than for phantom images. Mean values
and standard deviations of the SNR and σNoise measured in
human brain images (N = 5 subjects) are shown in Table 1
for all three coils. As shown in Table 1 and as opposed to
the results from the phantom studies, the highest SNR for all
ROIs was found using the 12-channel coil. The differences
in SNR for the central and most superior ROIs between the
TEM and 12-channel probes were less than 10% though.
Images acquired with the CP coil yielded the lowest SNR for
the superior four ROIs. Only the SNR in the most inferior
ROI was fractionally lower in the image acquired with the
TEM coil. Noise was lowest in human brain data obtained
with the TEM and highest in data measured with the CP
coil. Mean SNR values (averaged over all five ROIs) for the
human brain data are also included in Table 1. Differences
in mean SNR between coils were 11% (TEM − CP), 37%
(12 channel−CP), and 24% (12 channel−TEM). However,
differences in SNR measured in individual ROIs ranged from
2 up to 59%.
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Table 1 Mean values averaged over N = 5 human subjects and their standard deviations for the SNR and σNoise for all three coils computed for
the ROIs of transversal GRE images shown in Fig. 3
Oil phantom Human brain
Coil Mean SNRa Mean SNRa ROI 1 ROI 2 ROI 3 ROI 4 ROI 5 σNoise
TEM 54.0 ± 2.08 134 ± 15.1 158 ± 15.7 140 ± 11.6 122 ± 13.2 125 ± 10.2 125 ± 14.5 2.15 ± 0.03
CP 45.2 ± 3.45 121 ± 13.5 141 ± 22.5 108 ± 16.2 115 ± 19.0 128 ± 21.8 111 ± 19.8 2.92 ± 0.22
12 Channel array 54.2 ± 14.84 166 ± 20.9 171 ± 22.5 151 ± 17.7 148 ± 18.1 200 ± 22.2 159 ± 24.2 2.72 ± 0.28
The location of the ROIs in the GRE images is indicated in the inset below. Mean SNR values averaged over all five ROIs for oil phantom and
human brain data are also included
a Averaged over all five ROIs
Fig. 3 Transversal GRE brain images from a single representative
human volunteer acquired with a TEM coil, b CP coil, and c 12-channel
phased array coil. Individual window leveling settings were applied to
each image. Corresponding SNR maps of the spatially smoothed GRE
images are shown in d–f. All maps are created with the same color scale
for comparison. Note the increased SNR achieved with the 12-channel
array, especially in the inferior part of the brain, where the coil elements
are closest to the head
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Fig. 4 SNR profiles through the center of the brain along the posterior–
anterior direction obtained from the SNR maps shown in Fig. 3 for all
three RF coils. The profiles nicely illustrate the quantitative results for
the different ROIs along the center of the brain presented in Table 1
The SNR maps shown in Fig. 3d–f that were generated
from the GRE images in Fig. 3a–c as well as the SNR profiles
presented in Fig. 4 illustrate these quantitative results very
well. Note the increased SNR obtained with the 12-channel
coil, especially in the inferior part of the brain, where the coil
elements are closest to the head and thus locally receive the
highest signal.
Flip angle (B+1 ) mapping
Note that flip angle (B+1 ) maps presented for the 12-channel
coil are actually flip angle maps for the body coil, since in
this case, transmission is performed with the body coil. For
the sake of simplicity in this comparison, it is still referred
to as flip angle map of the 12-channel coil.
Phantom studies
Maps of the flip angle α for the nominal flip angle αnominal =
30◦ in the oil phantom for all three coils are shown in Fig. 5.
All maps are largely homogeneous. As seen in Fig. 5, using
the phantom as a load, flip angles achieved were smaller than
αnominal for all three coils. Overall, highest flip angles were
attained with the TEM and the CP coils, and lowest values for
α were calculated for the 12-channel coil. Minimum, max-
imum, and mean values of the effective flip angle in the oil
phantom achieved with the three coils are listed in Table 2.
Human brain studies
In all cases, subject motion between acquired scans was small
(<1 pixel). Resulting flip angle maps for αnominal = 30◦ from
human brain scans of a single representative volunteer for all
Fig. 5 Maps of the effective flip angle for αnominal = 30◦ in the oil
phantom for a TEM coil, b CP coil, and c 12-channel phased array coil
(body coil). Maps were thresholded and median filtered with a 5 × 5
kernel. Larger effective flip angles were obtained with the TEM and CP
coils compared to the 12-channel phased array coil
Table 2 Values for minimum (αmin), maximum (αmax), mean (µα), and standard deviation (σα) for the effective flip angle α for αnominal = 30◦
for the flip angle maps generated for all coils from phantom and human brain data
Coil Oil phantom Human brain
αmin (◦) αmax (◦) µα (◦) σα (◦) αmin (◦)a αmax (◦)a µα (◦) σα (◦)a
TEM 23.2 28.5 25.6 0.7 19.6 ± 2.7 34.1 ± 1.8 27.9 ± 1.0 1.9 ± 0.2
CP 22.5 28.6 25.6 0.9 17.6 ± 1.0 32.3 ± 1.6 26.0 ± 0.5 2.0 ± 0.4
12 Channel array (body) 19.7 25.9 23.7 0.7 12.5 ± 6.6 31.8 ± 2.0 23.9 ± 0.9 2.4 ± 0.3
Human data are given as mean values together with their standard deviations after averaging over N = 5 subjects
a Averaged over N = 5 subjects
123
Magn Reson Mater Phy (2008) 21:53–61 59
Fig. 6 Maps of the effective flip angle for αnominal = 30◦ in human
brain of a single representative volunteer for a TEM coil, b CP coil,
and c 12-channel phased array coil (body coil). Maps were motion cor-
rected, thresholded, and median filtered with a 5 × 5 kernel. Similar
to the results from phantom experiments shown in Fig. 5, larger effec-
tive flip angles were achieved employing either of the two Tx/Rx coils
compared to the combination of body and 12-channel coil
three coils are presented in Fig. 6. Results were very similar
across all other subjects. Mean values and standard devia-
tions for minimum, maximum, mean, and standard deviation
of the effective flip angle in human brain (N = 5 subjects)
achieved with the three coils are also included in Table 2.
Slightly larger values for α were achieved with the TEM
coil compared to the CP probe, whereas flip angles obtained
for the 12-channel coil were on average 2–4◦ smaller (see
Table 2 and also Fig. 6). All flip angle maps exhibited the
largest values for α in a central strip of the brain, which con-
tains a large volume fraction of cerebrospinal fluid (CSF).
Overall, structures of white matter (WM) and gray matter
(GM) cannot be clearly distinguished in the maps in Fig. 6
indicating some degree of B+1 homogeneity for these tissues.
Note that in human compared to phantom data increased val-
ues for αmax and slightly larger values for the mean effective
flip angle µα , i.e., closer to αnominal, were obtained with all
three coils.
Discussion
Excellent homogeneity of image intensity in phantom exper-
iments as indicated by low SIV values was observed for the
TEM and CP coils. In general, homogeneity of image inten-
sity depends on the spatial dependencies of the excitation and
reception distributions of a coil that can be different at high
fields [21]. For the TEM and CP coils, both distributions are
largely homogeneous. This finding is supported by the cor-
responding flip angle maps in Fig. 5 and low standard devia-
tions of the mean effective flip angle in Table 2. In contrast,
even though excitation with the body coil yields a homoge-
neous flip angle distribution as well (see Fig. 5c), the substan-
tial image intensity variations observed in Fig. 2c are induced
by the locally varying Rx sensitivity of the 12-channel array
coil. This is not unusual and expected, especially compared to
volume coils, since phased array coils tend to have a stronger
sensitivity near the surface of the object being scanned. In
clinical practice, these variations are usually corrected for
using coil sensitivity profiles acquired in a short pre-scan.
In general, higher SNR values were obtained with the
TEM coil than with the CP coil for both phantom and human
brain measurements due to lower noise contributions. The
latter suggests the TEM coil has improved coil electronics
(e.g., integrated pre-amplifier) compared to the CP coil. Sur-
prisingly, for phantom data, the SNR in some of the ROIs
was also higher for the TEM than for the 12-channel coil due
to a lower noise level. The mean SNR for these two coils was
almost the same. This is somewhat unexpected, since averag-
ing of multi-channel data should lead to reduced noise levels.
For human brain scans, noise in the 12-channel coil image
was larger than for the TEM coil, but higher SNR values for
the 12-channel coil demonstrated the benefits of improved
signal reception using multiple coil elements.
As seen from Fig. 2 and Table 1, SNR values from human
brain data for the 12-channel coil are more strongly increased
compared to results from phantom experiments than for the
two volume coils. This discrepancy can be largely explained
by the different coil loading conditions, i.e., oil phantom or
human head. All three RF probes are tuned for human head
imaging and are not retuned for each specific sample. Any
deviation from this “optimal” coil load will reduce coil per-
formance. Since the multi-element phased array is more sen-
sitive with respect to different coil loading conditions than the
two volume coils, its performance is correspondingly more
strongly reduced, when loaded with the oil phantom. More
specifically, the diameter of the oil phantom is only 15 cm,
whereas a human head along the posterior-anterior direction
measures typically, at least 20 cm, i.e., the superior part of
the human brain in a transversal slice is actually more closely
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located to the upper coil elements than the superior edge of
the oil phantom. Since the sensitivity of a surface coil ele-
ment decreases with distance more rapidly than the one of a
volume coil, the SNR of the superior and central ROIs from
phantom scans is reduced in comparison to the SNR from
human brain acquisitions using the phased array.
On the other hand, the SNR gains achieved with the
12-channel coil can partially be attributed to its overall
smaller dimensions resulting in a larger filling factor com-
pared to the two volume coils. Calculating the sensitive vol-
ume for a transversal slice as VCoil,tra = π ·ID2/4·TH, where
TH is the slice thickness, and taking the ratio VCoil,tra (TEM
or CP)/VCoil,tra (12-channel) gives 1.1236, which means that
the filling factor for a sample of the same size for the
12-channel coil is by 12% larger than for the two volume
coils resulting in corresponding SNR gains. However, since
for individual ROIs the observed increase in SNR was mostly
larger, other contributing factors are indicated, such as the
exact distribution of the B1 field within and beyond physical
coil dimensions.
In this context it should be noted that the SNR values
shown for the CP coil in Table 1 benefited from a different
coil loading compared to the other two coils. Recall that for
these measurements, the same anatomy was positioned into
the most sensitive location along the longitudinal direction
of each coil. Since this location was different for the CP coil
than for the other two coils, the head of the volunteer had to
be slightly moved out of the coil reducing coil loading. SNR
measurements in human brain images of the same anatomy
showed that moving the head out of the coil resulted in an
increase in mean SNR by more than 20% for the same subject
(data not shown).
The double angle method assumes that relaxation effects
can be neglected. At 3 T and using a TR of 5000 ms, even for
CSF, which is the tissue with the longest T1, the ratio TR/T1
is approximately 2, for which it was shown that the error in
the measured flip angle map attributed to saturation effects
is less than 5%, when using SE sequences [22]. However, all
values for the effective flip angle were below αnominal = 30◦
in flip angle maps for the phantom acquired with all three
coils. Increased values in the flip angle maps for human brain
tissue obtained with all three probes correspond to improved
flip angle adjustment for human brain compared to phantom
imaging. That the mean effective flip angle for these flip
angle maps was still smaller than αnominal is likely caused
by imperfections of the RF-pulse calibration system on the
scanner at higher field strengths. Larger flip angle values
along the central strip of the brain in the maps shown in Fig. 6
are an indication of the central brightening effect resulting
from RF-wave interference at 3 T [23].
Apart from the criteria used for this evaluation study,
other coil characteristics may play an important role for per-
formance evaluation as well. For example, using a dedi-
cated Tx/Rx head coil at 3 T results in reduced whole-body
RF-power deposition compared to transmitting with the body
coil. This enables the acquisition of an increased number
of slices in certain cases, for instance turbo spin echo pro-
tocols. In this study, the vendor supplied specific absorp-
tion rate (SAR) calculation for the human brain scans used
for the SNR measurements (TR/TE = 2000/3.8, α = 10◦;
all scan parameters listed in the “Materials and methods”
section) yielded mean values of 8.52 × 10−6 W/kg, 8.35 ×
10−6 W/kg, and 2.29 × 10−5 W/kg for the TEM, the CP,
and the 12-channel (body) coils, respectively. Thus, even
for low flip angle GRE human brain scans the difference in
SAR between the two types of coils is already approximately
threefold.
Likewise, more demanding applications requiring RF-
fields with large (γ · B1/2π) values, e.g., MR spectroscopy
techniques that employ adiabatic RF-pulses with high B1
peak power to minimize chemical shift registration errors will
benefit from using the TEM or the CP coil compared to the
combination of body and 12-channel coil. To illustrate this,
(γ · B1/2π) was estimated for a transmitter voltage of 500 V
using the transmitter voltages of the RF-pulses employed in
the human brain scans (same coil loading). The correspond-
ing values were 1610, 1490, and 820 Hz for the TEM, the
CP, and the 12-channel (body) coils, respectively. Favorable
performance in terms of B1 measurements for a TEM coil
compared to a shielded birdcage coil was also experimentally
demonstrated at 4 T [4].
Finally, advantages of the TEM resonator over the tradi-
tional birdcage design are expected to become more appar-
ent for shorter RF-wavelengths at even higher field strengths
(B0 ≥ 4 T). This is due to the fact that in theory, the TEM cir-
cuit eliminates radiation losses, which increase as the fourth
power of frequency [4]. This coil design lends itself to the
development of TEM coil arrays to further improve the SNR
and to enable the use of parallel imaging techniques, while
retaining the benefit of increased (γ · B1/2π).
In summary, at the clinical field strength of B0 = 3 T
higher SNR values in phantom and human brain images were
measured using the TEM coil as compared to the CP coil. In
selected areas, these values were close to those obtained with
the 12-channel array coil, with which the highest SNR was
achieved for human data. On the other hand, as expected,
increased image intensity variations and RF-power deposi-
tion were noted for the 12-channel coil compared to the other
two coils. In terms of B+1 excitation fields, the TEM and the
CP coils achieved similar results and higher effective flip
angles than the 12-channel coil/body coil setup. It is con-
cluded that, if these three or a similar set of coils is available,
the various advantages and disadvantages of the individual
coils suggest that coil selection is determined by the applica-
tion at hand, e.g., depending on whether the highest possible
SNR or largest B+1 field strength is required.
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